[Two cases of rupture of intraaortic balloon].
We reported two cases of rupture of intraaortic balloon (IAB). The most likely cause appears to be the rupture of IAB membrane against a calcific atherosclerotic aortic plaque. When the IAB ruptures by contact of calcific lesions in aorta, the leak detection of device of intraaortic balloon pumping is useless to diagnose this rupture. Therefore, the rupture of IAB through a pin hole is diagnosed by the transient presence of blood in the tube connecting the balloon. It is recommended that the balloon immediately should be removed at the transient presence of blood in the connecting tube.